Ureteral J stents: followup is not optional.
Double J ureteral stents are an example of a commonly used implanted medical device. Three case studies illustrate the necessity of good followup care to prevent morbidity. This provides an opportunity to devise a proactive system to assist in ensuring the proper patient followup care by establishing an efficient tracking system.